NOTE: A MINIMUM OF 24" CLEARANCE IS RECOMMENDED AROUND THE ENTIRE UNIT.

NOTE: SYSTEM DESIGNED IN COMPLIANCE WITH U.S. NFPA '99, LATEST EDITION.
NOTE:

1. A 1/4 INCH VENT PLUG IS LOCATED IN THE FILTER HOUSING.

2. PER NFPA THE SYSTEM WILL REQUIRE A SOURCE VALVE (SUPPLIED BY OTHERS).

LEGEND:

- TSH - TEMPERATURE SWITCH HIGH
- VACUUM SWITCH
- AIR FILTER
- CHECK VALVE
- BALL VALVE
- FLEX LINE
- UNION

1/4" DRAIN VALVE

SIGHT GAUGE

VACUUM TANK

1-1/2" 1-1/2" 1-1/2" 1-1/2"
NOTE: A MINIMUM OF 24" CLEARANCE IS RECOMMENDED AROUND THE ENTIRE UNIT.
NOTE:
1/4 inch vent plug is located in the filter housing.

NOTES:
1. TSH - Temperature Switch High
2. Per NFPA the system will require a source valve (supplied by others).